gt MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

(SEPR0) STATE PUBLIC HEALTH LABORATORY
{%g—;ggg) BREATH ALCOHOL PROGRAM RECEIVED
S0 DATAMASTER MAINTENANCE REPORT By Carol Day at 7:58 am, Jari 02, 2015

Comptete this report al the time of the regular monthly preventive malntenance check (not to exceed 35 days).
Complete this report whenaver the instrument is serviced or repaired and whenever it is placed info service.
Retain the original and send a copy within 15 days to the Brealh Alcohol Program, DHSS.

DATAMASTESA SN MAME OF AGENCY DATE OF INSPECTION
202091 Directorate of Emergency Services 01/01/2015
LOCCATION OF INSTRUMENT (STREET AND C[TY} ME OF (NSPECTION
Bidg 1000, Fort Leonard Woed 07
CHECKLIST: Place a mark in the box by each item if found fo be satisfactory or if operating vdthin astablished limits. {Write in observed values
where detennined.} Unmarked items must be corrected before using instrument. .
/] DIAGNOSTIC GHECK (PRINTOUT ATTACHED) DATE AND TIME (rom printouty 0101/15 22%%
K] computeR M peTECTOR
[¥1 ProGRAM I FLteRs
[7] HEATERS SAMPLE CHAMBER 20 o 1 QUARTZ STANDARD
7] FLow DETECTOR 7] CALIBRATION
/1 PUMP HIGH SPEED PRINTER
7] INDICATOR LIGHTS
I7] SIMULATOR SOLUTION SUPPLIER GUTH LABS INC LoT # 13010 £XP. pATE 01/09/2015

DR5376 gxp pate 10/20/2015

m SIMULATOR TEMP (34°C + 0.2°C) 34.0 °C SIMULATOR SN
m CALIBH;\T!ON CHECK — {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORﬂ

Aun ﬁhree tests using a standard solution. All three tesis must be within 5% of the standard vaiue and must heve a spread of .005 or
less. Mark the box corresponding (o the standard solution being used. (PRINTOUT ATTACHED}

m 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1e . 0% 9 TEST 2% ch'«? TEST3 ™ P <

PERFORM R.FIL TEST (PRINTOUT ATTACHED)
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(oady  gF s 7 |overas g7

RESTORE THE INSTRUMENT TO OPERATE SATISFACTORLY AND WITHIH ESTABLISHED LIMITS

{0-.04) i {.05-.09) 7

REFUSALS g7

LIST ANY NEW PARTS AHD DESCRIBE ARY ALTERATION OR MODIFICATION THAT WAS MADE TO
{USE OTHER SIDE IF NECESSARY).

TESTED AND CERTIFIED AS WITHIN GUIDELINES ESTABLISHED BY DHSS. '

PRINT FLLLNANE

N e e ROBERT ISHMAEL

TYPE I PERMIT NUMBEREXPIRATION DATE TELEPHONE NUMBER

230001 01/08/2015 .| {573)596-1074
RETURN COMPLETED REPORT TO THE; Broath Alcohol Program, MQ Depaitment of Health and Senior Services, Southeast District Office
2875 James Blvd.

Poplar Blufl, MO 63901

AN EGUAL OPFCATUNTI/ARFRMATIE ACTION ERPLOYER
sevices pided on & nOnEST iy bass

MO 5801465 (2-08) LAB-1i6
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and operate the following breath analyzer(s):
.Ubﬁ%émﬂmﬁ

fot m..m determination of the aleahalic no:.az of blood. *33 mmmBEm of expired air. nm:.sa _mmcmn E.ao_‘ the n«osm,o:w of sections
577. omo through §77.041, RSMo and-306.111 ﬁ:_.ccmw 306.119 RSMo. .
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\> GUTH LABORATORIES, INC.

ssmonm STth STREETY @ HARRISBURG,PA 171114511 . TELEPHONE: TH7-654-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Rdndom Samples of Lot Number 13010 of
'Alcohol Reference Solution for Simulator we-;‘c analyzed by
gas  chiomatography on January 14, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N; G10N9030209, and found to contain
0.1218% (wivol) ethiyl alcobol. The expiration date for this lot
number is January9,2015 at 11:59 PM.

 When used in a calibrated - Simulator, "operating at
34°C +/ .2°C, this selution will give a breath alechal
analysis instrument reading of 0,100 gle{iL +7- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presfdent
GUTH LABORATORIES, INC.

NIST Traveability:

Testing was oconducted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST.

All balances are calibrated annually by an ouiside agency using NIST traceable weights,
Calibration verificarion is done prior to each use urilizing NIST iraceable welghts.



